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Background
• Two self-expanding transcatheter pulmonary valves (SETPVs)

• Harmony TPV (Medtronic)
• SAPIEN 3 TPV System with Alterra Adaptive Prestent (Edwards 

Lifesciences)
• FDA-approved in 2021 for treatment of severe pulmonary 

regurgitation in patients with a native or surgically repaired RVOT

• No study has compared short- or mid-term outcomes of these two 
valve platforms



• To compare the short- and mid-term safety and effectiveness of the 
two self-expanding TPVs approved in the U.S. using the SERVE (Self-
Expanding RVOT Valve Evidence) Registry

Objective



Methods
• Inclusion criteria:

• Consecutive post-commercialization SETPV implants at 26 U.S. centers 
through November 2025

• Exclusion criteria:
• Patients in an industry-sponsored post-approval study 
• Patients in whom the SETPV was attempted but not implanted

• Primary outcomes:
• Freedom from hemodynamic dysfunction at 6 months (1 or more of: 

≥moderate PR, ≥moderate PVL, RVOT mean gradient >30 mmHg)
• Freedom from second TPV, surgical explantation, and death



SETPVs 
Included

716

Harmony
503

TPV25
485

TPV22
18

Alterra
213

Demographics

• Median age 28 (IQR 17, 46) years
• Median wt 71 (IQR 57, 88) kg
• Diagnoses:

• 67% TOF
• 21% Congenital PS
• 12% Other 



Overall
N=716

Harmony
N=503

Alterra
N=213

SMD

Male 415 (58%) 292 (58%) 123 (58%) 0.01

Age (years) 28 (17, 46) 29 (17, 47) 27 (18, 43) 0.04

Weight (kg) 71 (57, 88) 70 (57, 88) 72 (56, 87) 0.03

Underlying Diagnosis 0.34

TOF 480 (67%) 337 (67%) 143 (67%)

Congenital PS 150 (21%)  117 (23%) 33 (15%)

PA/IVS 10 (1.4%) 4 (0.8%) 6 (2.8%)

Carcinoid 8 (1.1%) 4 (0.8%) 4 (1.9%)

Other 57 (8.0%) 34 (6.8%) 23 (11%)

History of endocarditis 14 (2%) 13 (2.6%) 1 (0.5%) 0.17

Median (Q1, Q3); n(%)

Demographics

SMD=Standardized Mean Difference
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Overall
N=716

Harmony
N=503

Alterra
N=213

SMD

Indication for TPV

Symptoms 384 (54%) 273 (54%) 111 (52%) 0.04

RV Dilatation 597 (83%) 428 (85%) 169 (79%) 0.15 

RV Systolic Dysfunction 184 (26%) 133 (26%) 51 (24%) 0.06

LV Systolic Dysfunction 39 (5.4%) 24 (4.8%) 15 (7.0%) 0.1

Other 100 (14%) 46 (9.1%) 54 (25%) 0.44

Pacemaker 27 (3.8%) 20 (4.0%) 7 (3.3%) 0.04

ICD 34 (4.8%) 24 (4.8%) 10 (4.7%) 0.0

Baseline antiarrhythmic 145 (20%) 100 (20%) 45 (21%) 0.03

Coronary anomalies 32 (4.7%) 19 (4.0%) 13 (6.3%) 0.11

n(%)

Demographics

SMD=Standardized Mean Difference
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Follow-up

Overall
N=716

Harmony
N=503

Alterra
N=213

SMD

Median Follow-
Up Time (yrs)

1.2
 (0.6, 2.3)

1.1 
(0.6, 2.5)

1.5
 (0.9, 2.1)

0.03

SMD = Standardized Mean Difference



Procedural Complications
Overall
N=716

Harmony
N=503

Alterra
N=213

P-value

Procedural Complications 40 (5.6%)
 

30 (6.0%) 10 (4.7%) 0.5

Embolization with surgical    
removal

1 (0.1%) 1 (0.2%) 0 (0%)

VT Requiring Treatment 6 (0.8%) 6 (1.2%) 0 (0%)

Atrial arrhythmia requiring 
treatment

2 (0.3%) 2 (0.4%) 0 (0%)

Increased tricuspid 
regurgitation

4 (0.6%) 2 (0.4%) 2 (0.9%)

n(%)



Hemodynamic Dysfunction

Harmony Alterra P-value

Discharge 1.6%
(8/496)

0.5%
 (1/208)

0.4
(95% CI: -0.66%, 2.9%)

6-month F/U 2.5% 
(7/280)

2.7%
(3/111)

>0.9
(95% CI: -3.9%, 3.5%)

Hemodynamic Dysfunction = 1 or more of: ≥moderate PR or PVL or RVOT mean gradient >30 mmHg



Endocarditis
• Cumulative incidence (95% CI):

• Harmony 4.1% (1.9%, 7.7%)
• Alterra 0.5% (0%, 2.7%)
• p=0.17

• Harmony: 1.3 (95% CI: 0.45, 2.15) events 
per 100 patient-years [total patient-
years: 693] 

• Alterra: 0.3 (95% CI: 0, 1.01) events per 
100 patient-years [total patient-years: 
294]



All-Cause Mortality
•Cumulative incidence (95% CI):

•Harmony 5.4% (3%, 8.9%)
•Alterra 3% (0.9%, 7.6%)
•p=0.32

•Only one definite valve-related death in 
each group

•Both due to endocarditis



Freedom from second TPV, 
surgical explant, and death
•Cumulative incidence (95% CI):

•Harmony 89.4% (85.3%, 93.7%)
•Alterra 96.4% (93.1%, 99.9%)
•p=0.05



• Both Harmony and Alterra were safe and effective in 
the short-term

• Alterra patients were more likely to have 
explant/reimplant-free survival during follow-up

Conclusions



Important Safety Information

Edwards SAPIEN 3 Transcatheter Pulmonary Valve System with Alterra Adaptive Prestent

Indications: The Edwards SAPIEN 3 Transcatheter Pulmonary Valve System with Alterra Adaptive Prestent is indicated for use in the management of pediatric and adult patients with severe pulmonary 
regurgitation as measured by echocardiography who have a native or surgically-repaired right ventricular outflow tract and are clinically indicated for pulmonary valve replacement.

Contraindications: The Edwards SAPIEN 3 Transcatheter Pulmonary Valve System with Alterra Adaptive Prestent is contraindicated in patients who cannot tolerate an anticoagulation/antiplatelet regimen or who 
have active bacterial endocarditis or other active infections.

Warnings: The devices are designed, intended, and distributed for single use only. Do not resterilize or reuse the devices. There are no data to support the sterility, nonpyrogenicity, and functionality of the 
devices after reprocessing. The physician must verify correct orientation of the valve prior to its implantation; the inflow (outer skirt end) of the valve should be oriented towards the proximal end (handle) of the 
delivery system to prevent the risk of severe patient harm. Prior to delivery, the valve must remain hydrated at all times and cannot be exposed to solutions other than its shipping storage solution and sterile 
physiologic rinsing solution. Valve leaflets mishandled or damaged during any part of the procedure will require replacement of the valve. Do not use the valve if the tamper evident seal is broken, the storage 
solution does not completely cover the valve, the temperature indicator has been activated, the valve is damaged, or the expiration date has elapsed. Do not mishandle the delivery system or use it if the packaging 
or any components are not sterile, have been opened or are damaged (e.g., kinked or stretched), or the expiration date has elapsed. Do not add or apply antibiotics to the storage solution, rinse solutions or to the 
valve. 

Precautions: Long-term durability has not been established for the device. Regular medical follow-up is advised to evaluate device performance. Patients with hypersensitivities to cobalt, nickel, chromium, 
molybdenum, titanium, manganese, silicon, and/or polymeric materials may have an allergic reaction to these materials. Accelerated deterioration of the valve may occur in patients with an altered calcium 
metabolism. Assessment for coronary compression risk prior to implantation is recommended. Patient venous anatomy should be evaluated to prevent the risk of access that would preclude the delivery and 
deployment of the device. Use of excessive contrast media may lead to renal failure. Measure the patient’s creatinine level prior to the procedure. Contrast media usage should be monitored. Fluoroscopically 
guided procedures are associated with a risk of radiation injury to the skin. Patient radiation dose should be monitored during the procedure. Glutaraldehyde may cause irritation of the skin, eyes, nose and throat. 
Avoid prolonged or repeated exposure to, or breathing of, the solution. Use only with adequate ventilation. If skin contact occurs, immediately flush the affected area with water; in the event of contact with eyes, 
seek immediate medical attention. For more information about glutaraldehyde exposure, refer to the Material Safety Data Sheet available from Edwards Lifesciences. Patient should be heparinized to maintain the 
ACT at ≥ 250 sec prior to introduction of the delivery system in order to prevent thrombosis. To maintain proper valve leaflet coaptation, do not overinflate the deployment balloon. Device recipients should be 
maintained on anticoagulant/antiplatelet therapy, except when contraindicated, as determined by their physician. This device has not been tested for use without antiplatelet therapy. It is recommended that all 
device recipients be prophylactically treated for endocarditis to minimize the possibility of prosthetic valve infection. Correct sizing of the prestent into the RVOT is essential to minimize risks such as paravalvular 
leak, migration, embolization, and/or RVOT rupture. If a prestent fracture is detected with significant loss in valve functionality, reintervention should be considered. Safety and effectiveness have not been 
established for patients with the following characteristics/comorbidities: blood dyscrasias defined as: leukopenia, acute anemia, thrombocytopenia, or history of bleeding diathesis or coagulopathy; a known 
hypersensitivity or contraindication to aspirin, heparin, ticlopidine (Ticlid ), or clopidogrel (Plavix ), or sensitivity to contrast media, which cannot be adequately premedicated; positive urine or serum pregnancy 
test in female patients of childbearing potential.

Potential Adverse Events: Potential risks associated with the anesthesia, interventional procedure, and imaging include but are not limited to death; stroke/transient ischemic attack; respiratory insufficiency or 
respiratory failure; cardiovascular or vascular injury, such as perforation or damage (dissection) of vessels, myocardium, or valvular structures, including rupture of the RVOT that may require intervention; 
pericardial effusion/cardiac tamponade; cardiac failure; embolic event: air, calcific material, thrombus, device fragments; infection, including incisional site infection, septicemia, and endocarditis; myocardial 
infarction; renal insufficiency or renal failure; conduction system injury; arrhythmia; deep vein thrombosis; arteriovenous (AV) fistula; systemic or peripheral nerve injury; systemic or peripheral ischemia; pulmonary  
edema; pneumothorax; pleural effusion; dyspnea; atelectasis; dislodgement of previously implanted devices (i.e. pacing lead); blood loss requiring transfusion; anemia; radiation injury; electrolyte imbalance; 
hypertension or hypotension; allergic reaction to anesthesia, contrast media, antithrombotic therapy, device materials; hematoma or ecchymosis; syncope; pain; exercise intolerance or weakness; inflammation; 
angina; fever. Potential risks, that may or may not require intervention, associated with the valve, prestent, delivery system, and/or accessories include, but may not be limited to, the following: cardiac arrest; 
cardiogenic shock; coronary flow obstruction/transvalvular flow disturbance; device thrombosis; injury to tricuspid valve; device fracture; device embolization; device acute migration or malposition; endocarditis; 
chest pain/discomfort; hemolysis/ hemolytic anemia; device penetration/perforation into surrounding vasculature; device dysfunction (regurgitation and/or stenosis); aortic root distortion; embolic events: device 
fragments; mechanical failure of delivery system, and/or accessories.



Important Safety Information (continued)

Edwards Crimper

Indications: The Edwards crimper is indicated for use in preparing the Edwards SAPIEN 3 transcatheter heart valve for implantation.

Contraindications: There are no known contraindications.

Warnings: The device is designed, intended, and distributed for single use only. Do not resterilize or reuse the device. There are no data to support the sterility, nonpyrogenicity, and functionality of the device 
after reprocessing. Do not mishandle the device. Do not use the device if the packaging or any components are not sterile, have been opened or are damaged, or the expiration date has elapsed.

Precautions: For special considerations associated with the use of the Edwards crimper prior to THV implantation, refer to the THV Instructions for Use.

Potential Adverse Events: There are no known potential adverse events associated with the Edwards crimper.

CAUTION: Federal (United States) law restricts these devices to sale by or on the order of a physician. 

Edwards, Edwards Lifesciences, Alterra, Edwards SAPIEN, Edwards SAPIEN 3, SAPIEN, and SAPIEN 3 are trademarks of Edwards Lifesciences Corporation or its affiliates. All other 
trademarks are the property of their respective owners.
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